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Sample #  Client ID Test Performed Mairix Method RQ  Result Units DF MDL Analyze Sample Receive
WO2F002125 © S433128 ' CePr-144 Rel,% Count Eror ~ FILTER . LA-508-a81 628. % - L 0.0 08/01/02 06/26/02 07118/02
WOZFO0Z125 5433128 CePr-144 by GEA FILTER LA-508-481 U 1.626+00 pCi 18.00 08/01/02 06/25/02 07/18/02
WO2ED0Z2125 5433128 Co-80 Rel.% Count Error (GEA) FILTER LA-508-481 68.3 % 0.00 08/01/02 06/25/02 07/18i02
WOZFOOZ125 $433128 Co-60 by GEA FILTER  LA-508-481 u 2.146+00  pCi 2.90 08/01/02 06/25/02 07/18/02
WO2F002125 5433128 Cs-134 Rel.% Count Errar {GEA) FILTER LA-508-481 1000 % 0.00 0B/01/02 06/25/02. 07/18/02
WO2F002125 5433128 Cs-134 by GEA FILTER LA-508-481 U -1.842-02 pCi 1,99 0B/01/02 06/25/02 07/18/02
WO2F002125 $433128 ' Cs-137 Rel, % Count Emor (GEA}  FILTER LA-508-481 128, % 0.00 08/01/02 06/26/02 07/18/Q2
W02F002125 5433128 Cs-137 by GEA FILTER LA-508-481 U 8.372-01 pCi 1.97 08/01/02 06/25/02 07/18/02
WOZFO02126 5433128 Eu-152 Rel.% Count Errar (GEA) FILTER LA-508-481 128, % 0.00 0B/G1/02 06/25/02 07/18/02
WOZFD02125 5433128 Eu-152 by GEA FILTER LA-508-481 u -2.17¢+00  pCi 4.23 0B/01/02 06/25/02 07/18/02
WO2FO02125 $433128 £y-154 Rel. % Count Error (GEA) FILTER LA-508-481 309, % 0.00 08/01/02 06/25/02 (7/18/02
WO2F002125 5433128 Eu-154 by GEA FILTER LA-508-481 U -1.080+00  pCi 5.76 08/01/02 06/25/02 07/18/02
WO2F002126 5433128 Eu-155 Rel.% Count Errar (GEA) FILTER LA-508-481 392. % 0.00 08/01/02 06/25/02 07/18/02
WO2F002125 5433128 Eu-155 by GEA FiLTER LA-508-481 U -6.07e-01 pGi 4.18 08/01/02 06/25/02 07/18/02
WO2F002126 $433128 Nb-94 Rel. % Count Error {GEA] FILTER LA-508-481 270. % - D.00 . OB/0)IDZ 06/25/02 07/18/02
WO2F002125 S433128 Nb-94 by GEA FLTER LA-508-481 u 3.658-01 pCi 1.76 08/01/02 06/25/02 07/18/02
WO2F0021256 5433128 Ru-103 Rel.% Count Error (GEA) FILTER LA-508-481 173, % 0.00 0B/01/02 06/25/02 07/18/02
WO2F002125 5433128 Ru-103 by GEA FLTER LA-508-481 u -6.320-01 pCi 1.72 08/01/02 06/25/02 07/18/02
WOZFQD2125 5433128 Ru-106 Rei. % Count Eror (GEA] FILTER LA-508-481 239, % 0.00 08/01/02 06/25/02 07/18/02
W02F002125 S433128 Ru-106 by GEA FILTER LA-508-481 v -4.016+00  pCi 15.50 08/01/02 06/25/02 07/18/02
WO2F002125 5433128 5b-126 Rel.% Caunt Ercor {GEA) FILTER LA-508-481 507. % 0.00 08/01/02 06/25/02 07/18/02
WO2F002125 S433128 Sb-125 by GEA FILTER LA-508-481 U -4.73e-01 pCi a2 08/01/02 06/25/02 07/18/02
WO2F0021256 §433128 Sn-113 Rsl.% Count Eror (GEA] Fil. TER LA-508-481 237. % 0.00 0BIO1/02 06/25/02 07/18/02
WO2F002126 5433128 Sn-113 by GEA FILTER LA-508-481 v 4.78e-01 nCi 2.07 08/01/02 06/26/02 07/18/02
WOZF002125 5433128 Zn:-6%5 Rel.% Count Error (GEA) - . FILTER LA-508-281 403. % 0.00 08/01/02 06/25/02 07/18/02
WO02F002125 5433128 Zn-65 by GEA FILTER LA-508-481 u 7.05e-01 pCi 4.52 08/01/02 06/25/02 Q7/18/02
WQIF002125 5433126 Pi-238 by AEA FILTER LA-508-471 U 1.1e-02 pCi 0.1 08/20/02 06/25/02 07/18/02

MDL=Minimum Detection Limit

RQ=Result Qualifier B - The analyte was detectad in the associated mathod blank. D - Compound concentration resutted from a dilution.

E - Compound concentration exceeded calibration range, J - Estimated valus. Z - See Commaents.

D¥=Dilution Factor N - identification is basad on a mass spectral library search. U - The analyte was analyzed for but not detected.,

* - Indicates rasults that have NOT been valideted; + - Indicatas more than six qualifier symbols

Report WO(4/ver, 4.6

Effluent and Environmental Monitoring (EEM) Page 2




o ‘ WSCF
ANALYTICAL RESULTS REPORT

Attention: Larry Diediker Group #: 20021009
Project: 100N: Bechtel Doghouse 100N
WSCF

Sample §  Client ID Test Performed Matrix Method RQ  Result Units DF MDL Analyze Sample Receive
WOZFO0Z125. §433128 . ' | Pw23@by AEA Totsl Cntg Emor  FLTER ~ LA-508-471 530 % 0.00 09/20/02  06/26/02 07118102
WO2F002125 S432128 Pu-239/240 AEA Total Cntg Err FILTER LA-508-471 73. % 0.00 09/20/02 0B/25/02 O7/18/02
WO2F002135  §433128 _ Pu-239/240 by AEA . FILTER LA-508-471 8.56-02 pCi 0.03 03/20/02 06/25/02 07/18/02
WO2F002125  §433128 Sr-90 Rel.% Count Etror FILTER LA-508-415 40 % 0.00 10/03/02 06/25/02 O7/18/02
WOZFQDZ125 5433128 Sr-90 by Beta Counting FILTER LA-608-415 3.4 pCi 1.40 10/03/102 06/25/02 07/18/02
w02F60'21 25 $433128 : U-234 by AEA FILTER LA-508-471 u 8.7e-02 pCi 0.12 08r20/02 06/28/02 07/18/02
WO2F002125 5433128 U-234 by AEA Total Cntg Error FILTER LA-508-471 a8. % 0.00 0%/20/02 06/25/02 07/18/02
WO2F002125 $S433128 U-238 by AEA FILTER LA-508-471 u 3.5e-02 pCi 0.09 09/20/02 06/25/02 07/18/02
WO2F002125 5433128 U-235 by AEA Total Cntg Etror FILTER LA-608-471 150 % 0.00 09/20/02 06/25/02 07/18/02
WO2F002125 5433128 U-238 by AEA FILTER LA-508-471 9.7e-02 pCi 0.08 09/20/02 06/25/02 07/18/02
WO2ZF002126 $433128 U-238 by AEA Total Cntg Error FILTER LA-50B-471 76. % 0.00 08/20/02 06/25/02 07/18/02
WO2F002126 5433129 CePr-144 Rel.% Count Error FILTER LA-508.481 383. % 0.00 08/05/02 06/25/02 07/18/02
WO2F002126 $433139 CePr-144 by GEA FILTER LA-508-481 u 2.10e+00  pGi 13.70 OB/OB/02 06/25/02 07/18/02
WO2FO02126 5433129 Co-60 Rel. % Count Error {GEA FILTER LA-508-481 358. % 0.00 08/05/02 06/25/02 07/18/02
WO02F002126  §433129 Co-60 by GEA FILTER LA-508-481 u 2.82e-01 pCi 1.89 08/08/02 06/25/02 07/18/02
WO2F002126 5433128 Cs-134 Rel.% Count Error {GEA) FILTER LA-508-481 188. % 0.00 0B/05/02 06/25/02 07/18/02
WO2F002126 $433129 Cs-134 by GEA FILTER LA-508-481 U 5.28e-01 pCi 1.81 08/05/02 06/25/02 07/18/02
WO2F002126  §433129 ' Cs-137 Ref. % Count Error (GEA] FILTER LA-508-481 540, % 0.0 DB/05/02 06/25/02 07/18/02
WO2F002126 5433129 Cs-137 by GEA FILTER LA-508-481 u 1.76e-01 pCi 1.70 08/05/02 06/25/02 07/18/02
WO2F002126  $433129 Eu-152 Rel. % Count Error (GEA] FILTER LA-508-481 89.0 % 0.00 08/05/02 06/25/02 07/18/02
WOZFOD2126 5433129 : Eu-152 by GEA FILTER LA-508-481 u 2.368+00  pCi 3.80 08/05/02_D6/25/02. 07/18/02
WO2FO02126 5433129 Eu-154 Rel.% Count Error {GEA} FILTER LA-508-481 208, % 0.00 08/05/02 08/25/02 07/18/02
WO2F002126 5433129 : Eu-154 by GEA FILTER LA-508-481 u -1.306+00  pGCi 4.69 08/05/02 0B/25/02 07/18/02
WO2F002126 S433129 Eu-155 Rel. % Count Error (GEA) FILTER LA-508-481 164, % 0.00 08/05/02 06/25/02 G7/18/02
WO2FQ02126  S433129 ' Eu-155by GEA " FILTER LA-508-481 U 1238400  pCi 3.84 08/05/02 06/25/02 07/18/02
WO2F002126 5433129 Nb-94 Rel.% Count Error (GEA) FILTER LA-508-481 346, % 0.00 08/05/02 06/25/02 07/18/02
WO2F002126. $433129 Nb-94 by GEA FILTER LA-508-481 U 2.456-01 pCi 1.53 0B/05/02 06/25/02 07/18/02

MDL =Minimum Detection Limit

RQ=Result Qualifier B - The analyte was detected in the associated method blank, D - Compound concentration resulted from a dilution.

E - Compound concentration axceeded calibration range. J - Estimated value. Z - See Commenis,

DF=Dilution Factor N - Identification is bassd on a mass spectral libfary search. U - The analyte was analyzed for but not detacted.

* . indicates rasults that have NOT been validated; + - Indicates more than six qualifier symbols
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Attention: Larry Diediker Group #: 20021009
Project: 100N: Bechtel Doghouse 100N
WSCF

Sample # Client ID Test Performed Matrix Method RQ  Result Units DF MDL Analyze Sample Receive
WO2F002126  $433129 'Ru-103 Rel:% Count Emor (GEA) ~ FILTER  LA-508-481 - 214 % 0.00° | 08/05/02 06/25/02 071802
WOZFO02126 $433129 Ru-103 by GEA FILTER LA-508-481 v -4.79¢-01 pCi 1.71 08/05/02 06/25/02 07/18/02
WO2FO02126 . $433129 Ru-106 Rel.% Count Ercor (GEA)  FILTER LA-508-481 259. % 0.00 08/05/02 06/25/02 07/18/02
WO2F002126 5433129 Ru-106 by GEA FLTER  LA-508-481 u 3.138+00  pGCi 14.80 08/05/02 06/25/02 07/18/02
WOZFO0Z126 $433129 Sb-125 Rel.% Count Error (GEA)  FILTER L'A-508-481 189. % 0.00 08/05/02 06/25/02 07/18/02
WO2F002126 433129 $b-125 by GEA FILTER LA-508-481 u 1.10e+00  pCi 3.78 0B/O5/02 D6/25/02 07/18/02
WOZFOD2126  $433129 Sn-113 Rel.% Count Error (GEA)  FILTER LA-508-481 1000 % 0.00 08/05/02 06/26/02 07/18/02
WO2F002126 §433129 Sn-113 by GEA FILTER LA-508-481 u 5.83e-03  pCi 1.69 08/05/02 06/25/62 G7H8/02
WO2F002126 §$433129 Zn-85 Rel.% Count Error (GEA] FILTER LA-508-481 100. % 0.00 08/05/02 06/25/02 07/18/02
WO2F002126 5433129 Zn-65 by GEA FILTER LA-508-481 U -2.176+00  pCi 3.38 08/05/02 08/25/02 07/18/02
WO2FD02126  $433129 Pu-238 by AEA FILTER LA-508-471 u -4.18-02 pCi 0.17 08/20/02 06/25/02 0718102
WO2F002126 $433129 Pu-238 by AEA Totat Cntg Error FILTER LA-508-471 190 % 0.00 09/20/02 06/25/02 07/18/02
WO2F002126  $433129 Pu-239/240 AEA Total Cntg Exr FILTER LA-508-471 100 % 0.00 09/20/02 06/25/02 07/18/02
WO2F002126 5433129 Pu-239/240 by AEA FILTER LA-508-471 u 1.0e-02 pCi 0.07 09/20/02 06/25/02 07/18/02
WO2F002126 5433129 Sr-90 Rel. % Count Error FILTER LA-508-415 92 % 0.00 10/03/02 06/25/02 07/18/02
WO2F002126 5433129 §r-90 by Beta Counting FILTER LA-508-415 u 0.9 pCi 1.10 10/03/02 06/28/02 07/18/02
WOZFD02126 5433329 U-234 by AEA FILTER LA-50B-471 2.0e-01 pCi 014 09/20/02 06/25/02 07/18/02
WOZF002126  $433129 U-234 by AEA Total Cnitg Eror FILTER LA-508-471 60. % 0.00 09/20/02 DB/25/02 07/18/02
WO2FO02126 5433129 U-235 by AEA FILTER LA-508-471 u 1.12-02 pCi 0.08 08/20/02 06/25/02 O7/18/02
WO2FO02126 5433128 V-235 by AEA Total Cntg Error FILTER LA-508-471 350 % 0.00 09/20/02 06/25/02 07/18/02
WO2FO02126 5433129 U-238 by AEA FILTER LA-508-471 ] 4.1e-02 pCi 0.10 09/20/02 06/25/02. 07718702
WO2F002126 $433120 U-238 by AEA Total Cntg Esror FLTER  LA-508-471 140 % 0.00 09/20/02 06/25/02 07/18/02
WO2F002127  $433130 CePr-144 Ret.% Count Errar FILTER LA-508-481 128. % 0.00 08/05/02 06/25/02 07/18/02
WO2F002127  $433130 CePr-144 by GEA FILTER LA-508-481 u 7.98¢+00  pCi 17.80 08/05/02 06/25/02 07/18/02
WO2F002127 -+ $433130 €o-60 Rel. % Count Error {GEA) FILTER  LA-508-481 17.9 % 0.00 08/05/02 D6/25/02 07/18/02
WO2F002127 $433130 Co-60 by GEA FILTER LA-508-481 7.976+00  pGi . 1.52 08/05/02 06/25/02 07/18/02
WOZF002127 - 5433130 Cs-134 Rel.% Count Eror (GEA}  FILTER LA-508-481 1000 % 0.00 0B/O5/02 08/25/02 07/18/02

MDIL.=Minimum Detection Limit
RQ=Result Qualifier
DFE=Dilution Factor

* - Indicates results that have NOT beon velidated;

Report WOO4/ver. 4.6

3 - The analyte was detected in the associstad method blank.
E - Compound concentration exceeded calibration range.
N - identification is based on a mass spectral library search.

+ - Indicates more than six qualifier symbois

Effluent and Environmental Monitoring (EEM)

D - Compound concentration resulted from a dilution.

J - Estimated value.

Z - See Comments.

U - The analyte was analyzed for but not detected.
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Attention: Larry Diediker Group #: 20021009
Project: 100N: Bechtel Doghouse 100N
WSCF
Samiple # _ Client ID Test Performed Matrix Method RQ  Result Units DF MDL Analyze Sample Receive
WO2F002127 . 8433130 | Cs-134by GEA ©FILTER.  LA-508-481 U, .830e02  pCi ' BB 0BI05/02 06/25/02 - 07/18/02
WO2F002127 433130 Cs-137 Rel. % Count Error (GEA) FILTER LA-508-481 48.2 % 0.00 08/05/02 06/26/02 07/18/02
WO2F002127  $433130 Cs-137 by GEA FILTER LA-508-481 3.346400  pGi 1.66 0B/05/02 06/25/02 07118702
WO2F002127  $433130 Eu-152 Rel. % Count Ercor (GEA] FILTER LA-508-481 854, % 0.00 08/05/02 06/26/02 07/18/02
WO2F002127 . §433130 Eu-152 by GEA FILTER LA-508-481 u -2.898-01 pCi 4.23 08/05/02 06/25/02 07/18/02
WO2F002127 5433130 Eu-154 Rel.% Count Error (GEA) FILTER LA-508-481 509. % 0.00 0B/Q5/02 06/25/02 07/18/02
WO2FO02127 5433130 Eu-154 by GEA FILTER LA-508-481 u 5.142-01 pCi 4.80 OB/05/02 06/25/02 07/18/02
WO2F002127  $433130 Eu-155 Rel.% Count Error {GEA} FILTER LA-508-481 133, % 0.00 08/05/02 06/25/0Z 07/16/02
WO2F002127 S433130 Eu-155 by GEA FILTER LA-508.481 U -2.10e+00  pGi 4.49 08/05/02 06/25/02 07/18/02
WO2F002127 5433130 Nb-34 Rel.% Count Error {GEA) FILTER LA-508-481 259. % 0.00 08/05/02 06/25/02 07/18/02
WO2F002127 S433130 Nb-84 by GEA FILTER LA-508-481 u 3.71e-01 pCi 1.73 OB/DB/02 06/25/02 07/18/02
WO2F002127 S433130 Ru-103 Rel.% Count Error (GEA) FILTER LA-508-481 322, % 0.00 08/05/02 06/25/02 07/18/02
WOZFO0D2127  $433130 flu-103 by GEA FILTER LA-508-481 u 3.58e-01 oCi 2.02 08/05/02 06/25/02 07/18/02
WO2FO02127 5433130 Ru-106 Rel. % Count Error (GEA) FILTER LA-508-481 1000 % 0.00 08/06/02 06/25/02 07/18/02
WO2FO02127  $433130 Ru-106 by GEA FILTER. LA-508-481 u -3.17e-01 pCi 16.80 0B/05/02 06/25/07 O7/18/02
WOZFOG2127  S433130 $b-125 Rel.% Count Error (GEA) FILTER LA-508-481 653. % 0.00 08/05/02 06/25/02 07/18/02
WOZFOD2127 5433130 $b-125 by GEA FILTER LA-508-481 u -3.478-01 pCi 3.87 08/05/02 0B/25/02 07/18/02
WO2F002127  $433130 $n-113 Rel. % Count Ewror {GEA}  FILTER LA-508-481 1000 % 0.00 08/05/02 06/25/02 07/18/02
WO2FOD2127 5433130 Sn-113 by GEA FILTER LA-508-481 u 8.77e-02  pCi 1.95 0B/05/02 06/25/02 07/1B/02
WO2FO02127 5433130 Zn-65 Rel.% Count Error {GEA} FILTER LA-508-481 494, % 0.00 0B/05/02 06/25/02 07/18/02
WO2F002127 5433130 Zn-65 by GEA FILTER LA-508-481 u 4.266-01  pCi 3.79 0B/05/02 D6/25/02 D7/18/02
WO2F002127  $433130 Pu-238 by AEA FILTER LA-508-471 U 7.60-02 pCi 0.12 09/20/02 06/25/02 97/18/02
WO2F002127 sa:_aj:nan Pu-238 by AEA Total Cntg Error FILTER LA-508-471 100 % 0.00 09/20/02 06/25/02 07/18/02
WO2FOD2127 5433130 Pu-239/240 AEA Total Cntg Err FILTER LA-508-471 48 % 0.00 08/20¢02 0672502 G7/18/02
wg'zpqgﬁ 27 .343_3;_3(; Pu-239/240 by AEA FILTI_ER LA-508-471 2.3e-0 pCi 0.03 09/20/02 06/25/02 07118/02
WO02F002127 5433130 5r-80 Rel.% Count Error FILTER LA-508-415 52 % 0.00 10/03/02 06/25/02 07/18/02
WO2FO02127 433130 Sr-90 by Beta Counting FILTER LA-508-215 2.3 pCi 1.30 10/03/02 06/25/02 07/18i02
MDL =Minimum Detection Limit
RQ=Result Qualifier B - The analyte was detected in the associated mathod blank. I - Compound concentration resulted from a dilution,

DF=Dilution Factor
* . Indicates results that have NOT been validated;

Report WO0O4/ver. 4.6

E - Compound concentration sxceedad calibration range.
N - ldentification is based on a mass spectral library search.

+ - Indicates mora than six qualifier symbols

Effluent and Environmental Monitoring (EEM)

J - Estimated value.

Z - See Comments.

U - The analyte was analyzed for but not detacted.
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Attention: Larry Diediker Group #: 200210609
Praject: 100N: Bechtel Doghouse 100N
WSCF

Sample # Client ID Test Performed Matrix Method RQ  Result Units DF MDL Analyze Sample Receive
WO2F002127 -$433130 U-234by ARA FLTER LA-508-471 29601 pGi 010 . 09/20/02 06/25/02 07/18/02
WO2FD02127 5433130 U-234 by AEA Total Cntg Error FILTER LA-508-471 46. % 0.00 09/20/02 06/25/02 07/18/D2
WOZEQD2127 © 5433130 U-235 by AEA FIL.TER LA-508-471 8.1e-02 pCi 0.03 09/20/02 06/25/02 G7/18/02
WO2F002127  $433130 U-235 by AEA Total Cntg Error FILTER LA-508-471 1. % 0.00 08/20/02 06/26/02 07/18/02
WO2F002127 5433130 U-23B by AEA FILTER LA-508-471 2.1e-01 pCi 0.10 09/20/02 06/25/02 Q7/18/02
WD2F002127  $433130 U-238 by AEA Total Cntg Error FILTER LA-508-471 54. % 0.00 09/20/02 06/25/02 07/18/02
WO2FD02128° $433131 CePr-144 Rel.% Count Error- FILTER LA-508-481 807. % 0.00 08/05/02 06/25/02 O7/18/02
WO2F002128  $43312% CePr-144 by GEA FILTER LA-508-481 U -1.17e+00  pCi 16.50 08/05/02 06/25/02 07/18/02
WO2F002128  S433131 Co-80 Rel.% Count Error {GEA} FILTER LA-508-481 168. .00 08/05/02 08/25/02 07/18/02
WO2F002128 S433131 Co-60 by GEA FILTER LA-508-481 u 7.97e-01 2.49 08/05/02 06/25/02 07/18/02
WO2F002128 5433131 Cs-134 Rel. % Count Ermor (GEA) FILTER LA-508-481 741, 0.00 0B/G5/02 06/25/02 07/18/02
WOZF002128 $433131 Cs-134 by GEA FILTER LA-508-481 v 1.458-01 1.90 08/05/02 06/25/02 07/18/02
WO2F002128 S433131 Cs-137 Rel.% Count Error (GEA) FILTER LA-508-481 85.3 0.00 0B/05/02 06/25/02 07/18/02
WO2F002128 S433131 Cs-137 by GEA FILTER LA-508B-481 u 1.46¢ +00 1.89 08/05/02 06/25/02 07/18/02
WOZ2F002128 S433131 £u-162 Rel.% Caunt Error (GEAI FILTER LA-508-431 1000 0.00 08/06/02 06/25/02 07/18/02
WO2F002128 5433131 Eu-152 by GEA FILTER LA-508-481 u -1.12e-01 4.24 0B/05/02 06/25/02 07/18/02
WO2F002128  $43312 Eu-154 Rel.% Count Emor {GEAJ FILTER LA-508-481 310 0.00 08/05/02 06/25/02 07/18/02
WOQ2FO02128 5433131 Eu-154 by GEA FILTER LA-508-481 u -9.60e-01 5.17 08/05/02 06/25/02 (7/18/02
WOZF002128  S433131 Eu-155 Ral.% Count Eror {GEA} FILTER LA-508-481 351, 0.00 08/05/02 06/26/02 07/18/02
WO2F002128 $433131 Eu-155 by GEA FILTER 1 A-508-481 U -6.78e-01 417 08/05/02 06/25/02 07/18/02
WOZFO02128  §433131 Nb-94 Apl.% Count Error (GEA} FILTER LA-E0B-481 549. 0.00 08/05/02 06/26/02 07/18/02
WO2F002128 5433131 Nb-84 by GEA FILTER LA-508-481 u -1.68e-01 1.59 08/05/02 06/26/02 07/18/02
WO2FD02128  $433131 Ru-103 Rel. % Count Error IGEA} FILTER LA-508-481 1186. % 0.00 0B/D5/02 06/26/02 Q7/18/02
WO2F002128 $433131 Ru-103 by GEA FILTER LA-508-481 u 7.88e-01 pCi 1.74 Q810502 06/25/02 (7/18/02
WO2F002128 S433131 Ru-106 Rel. % Count Error (GEA} © FILTER LA-508-481 609. % 0.00 0B/05/02 06/26/02 07/18/02
WO02F002128 5433131 Ru-106 by GEA FILTER LA-5Q8-481 U 1.4864+00  pCi 16.00 08/05/02 06/25/02 07/18/02
WOZF002128 543310 Sb-125 Rel.% Count Error (GEA) FILTER LA-508-481 128. % 0.00 0B/05/02 06/25/02 07/18/02

MDL =Minimum Detection Limit

RQ:Rgsu]t Quallﬁel‘ B - The analyte was detected in the associated method biank, D - Compound concentration resulted from a dilution.

E - Compound concentration exceeded calibration range. J - Estimated value. Z - Ses Comments,

DF=Dilution Factor N - identification is based on a mass spectral library search. U - The analyte was analyzed for but not detected.

* - Indicatas results that have NOT been validated; "+ - Indicates more than six qualifier symbols -
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ANALYTICAL RESULTS REPORT

Attention: Larry Diediker Group #: 20021009
Project: 100N: Bechtel Doghouse 100N
WSCF

Sample # Client ID Test Performed Matrix Method RQ  Result Units DF MDL Analyze Sample Receive
WOZF002128 * §433131 ' ' §b-128 by GEA 7 ALTER . LA-508-481 U t73e+00 G B ¥ 7 0B/05/02 0B£25/02 - 07/1B/02
WO02F002128 $433131 $n-113 Rel.% Count Error (GEA]  FILTER LA-508-481 1000 % 0.00 08/05/02 06/25/02 07/18/02
WOZF002128  $433131 5n-113 by GEA FILTER LA-508-481 u 4.74e-03  pGi 1.95 08/05/02 0B/25/02 07/18/02
WO2F002128 5433131 Zn-65 Rel.% Count Error (GEA) FILTER LA-508-481 102. % 0.00  0B/05/02 06/25/02 G7/18/02
WO2F002128 - S433131 Zn-65 by GEA FILTER LA-508-481 U -2.36e+00  pCi 3.85 08/05/02 06/25/02 07/18/02
WO2F002128  S433131 Pu-238 by AEA FILTER LA-508-471 u 4.8¢-02 pCi 0.09 09/20/02 0B/25/02 07/18/02
WO2F002128 543313 _ Pu-238 by AEA Total Cig Error FILTER LA-508-471 120 % 0.00  09/20/02 0B/25/02 07/18/02
WO2F002128  $433131 ' Pu-239/240 AEA Total Cntg Err FILTER LA-508-471 61. % 0.00 09/20/02 06/25/02 G7/18/02
WO2F002128  $433131 Pir-239/240 by AEA FILTER ©  LA-508-471 1,26-01 pCi 0.03 . 09/20/02 GBL25/02 O7/18/02
WO2F002128  S433131 $r-80 Rel.% Count Error FILTER LA-508-415 105 % 0.00 10/03/02 06/25/02 07/18/02
WOZFO02128 5433131 Sr-90 by Bsta Counting FILTER LA-508-415 u 9.0e-01 pCi 1.20 YO/03/02 06/25/02 Q7/18/02
W02m21 28 S43311 U-234 by AEA FU.TER LA-508-471 1.6e-01 pCi 0.12 09/20!02 06!25!02 07;"-I 802
WO2F002128  S43313) U-234 by AEA Total Cnig Error FILTER LA-608-471 64. % 0.00 09/20/02 06/25/02. 07/18/02
WO2F002128 5433131 UJ-235 by AEA FILTER LA-508-471 ¥] 4.9¢-02 pCi 0.08 09/20/02 06/25/02 07/18/02
WO2F002128 S433131 U-235 by AEA Total Cntg Error FILTER LA-508-471 ) 120 % . 0.00 08/20102 06/25/02 O7/18/02
WO2F002128 S433131 U-238 by AEA FILTER LA-508-471 1.6e-01 pCi 0.03 . 09/20/02 06/25/02 07/18/02
WO2F02128 5433131 U-238 by AEA Totat Cntg Error FILTER LA-508-471 53. % 0.00 09/20/02 06/25/02 07/18/02

MDL =Minimum Detection Limit

RQ=Result Qualifier B - The analyte was detected in the associated method blank. D - Compound concentration resultsd from a dilution.
E - Compound concentration eéxceeded calibration range. J - Estimated value. Z - See Comments.
DF=Dilution Factor N - Identification is based on a mass spectral library search. U - The analyts was analyzed for but not detected.

* - Indicates results that have NOT been validated; + - Indicates more than six qualifiar symbols
Report WOO4/ver. 4.6
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WSCF
ANALYTICAL COMMENT REPORT

Attention: - Group #: 20021009
Project Number d
Sample # Client ID Lab Area TFest Comment
Lab Areas: VALGROUP - Group Validation VALTEST - Test Validation TESTDATA - Test Data Entry
LOGSAMP - Login for Sample LOGTEST - Login for Tests

This report may not be reproduced, except in its entitety without the writtan approval of the WSCF Laboratory,
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WSCF
TENTATIVELY IDENTIFIED PEAK REPORT

Attention: Group #: 20021009
Project Number :
Sample # Client ID Test Name . Peak Name CAS# RT RQ Result Units

RQ =Result ('fualiﬁer B - The analyte was detected in the associated method blank, J - Estimated value.
N - Identification is based on a mass spectral library search. U - The analyte was analyzed for but not detected,
This report may not be reproduced, except in its entirety without the written approval of the WSCF Laboratory.
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WSCF
METHOD REFERENCES REPORT

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of
the regulatory or industry methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or
industry method is listed here even though the WSCF procedure may reference an older version of the method. Also, a reference to a regulatory or industry
method here does not necessarily indicate 2 verbatim implementation of that method.

LA-508-415 LA-508-415: OPERATION OF THE PROTEAN 2-INCH ALPHA/BETA COUNTING SYSTEM FOR GROSS

None No reference to any industry method.

LA-508-471 LA-508-471: ALPHA ENERGY ANALYZER DATA ACQUISITION AND SYSTEM CHECKOUT USING ALP
None No reference to any industry method.

LLA-508-481 LA-508-481: GAMMA ENERGY ANALYSIS USING PROCOUNT SOFTWARE
None No reference to any industry method.

Note: A complete list of WSCF analytical procedures and referenced regulatory or industry methods is available online at
hutp://apweb02/asponlinedocs/wscf/sample % 20mgmt/ProcedureMethodCrossReference.pdf. This document includes on-line
links o full-text versions of the procedures and methods, where available.

Report Date: 9-0ct-2002

Report#: 20021009

Report WO4M/1 Page 1



WSCF Sample Site Cross-Reference Report

Group#: 20021009
Date Printed: 9-oct-2002

WS (FOpas- .
Sample# Site Name Sample ID
BOi-00| P P
WO2F002125 N102C 5433128
T AWO02F00Z126° 1 NT03C $433129
WO2F002127 N105C $433130
.. WO2F002128 N106C 5433131
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